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Nanosensors capable of simultaneously measuring dissolved oxygen concentrations from 0 to 100% saturation
and pH over the full physiological range, from pH 3.5 to 7.5, that advance the methods towards understanding
of key biological gradients, were synthesised. A library of water soluble oxygen-sensitive porphyrins, with
three substituted charged functional groups and a chemically ﬂexible carboxylate functional groupwere spectro-
scopically analysed to assess their sensitivity to changes in dissolved oxygen concentrations as free species in so-
lution and in suspension as nanoparticle conjugates. A platinum cationic porphyrinwas taken forward to fabricate
ratiometric oxygen-sensitive nanosensors, using 5-(and-6)-carboxytetramethylrhodamine (TAMRA) as internal
standard. In addition, quadruple labelled dual oxygen and pH-sensitive nanosensors were synthesised using
the cationic Pt porphyrin, pH-sensitive ﬂuorescein dyes, carboxyﬂuorescein (FAM) and Oregon Green (OG), in
a 1:1 ratio, and TAMRA.We envisage the dual oxygen and pH nanosensors will ﬁnd broad utility in the character-
isation of diverse microenvironments, where there are complex interactions betweenmolecular oxygen and pH.
© 2016 The Authors. Published by Elsevier B.V. This is an open access article under the CC BY license
(http://creativecommons.org/licenses/by/4.0/).
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1. The elixir of life
Oxygen, the elixir of life [16], is essential for many biological
functions [17]. However, the amount of oxygen a biological system is
exposed to must be carefully regulated, as too much or too little oxygen
can be detrimental to growth and/or disease progression.
At sea level the majority of animals have adapted to breathe air that
is composed of 21% oxygen (~21 kPa). The normal oxygen level in
human alveoli is approximately 14 kPa [26], which is consumed whilst
oxygen is transported throughout the body, viametabolic activity. How-
ever, exposure to pure oxygen for extended periods, e.g. duringmedical
treatment, can result in alveolar damage and lung ﬁbrosis [9]. Further-
more, highly metabolising tissue, such as developing embryos, have
naturally low oxygen concentration, approximately 5 kPa [26], which
is essential for their growth and development. However, uncontrolled
increases in oxygen concentration could result in unwanted changes
to embryonic stem cell differentiation [20].
Cancer cells proliferate faster than neighbouring tissue consuming
large amounts of oxygen very quickly to produce oxygen deﬁcient or
hypoxic zones. Highly proliferating cells often have limited blood perfu-
sion, such that they are exposed to low nutrient and oxygen supply, and
begin to metabolise via aerobic glycolysis, also known as the “Warburg
effect” [23]. Aerobic glycolysis metabolises glucose in an inefﬁcient
manner to produce energy and an acidic by-product. The combination
of low oxygen concentration and low pHhas been suggested to increase
the potential of cancer metastasis and reduce the treatment prognosis
for patients with advanced stage cancers [8].
Therefore, real-time measurement of dissolved oxygen, in model
systems, could provide an insight into the role oxygen plays in complex
biological processes, such as embryo development and cancer. Further-
more, by combining oxygen measurement with other biologically rele-
vant parameters, such as pH, the prognosis of disease treatment could
also be improved. For example, we have recently shown how
extended dynamic range pH-sensitive nanosensors can be used tomon-
itor real time rhythmic intestinal pH oscillations in the model organism
Caenorhabditis elegans, to study dyspepsia [4].
In recent years the development of optical oxygen-sensitive sensors
that enable accurate quantiﬁcation of molecular oxygen for measure-
ment in diverse microenvironments has gathered signiﬁcant momen-
tum [25]. In particular, optical oxygen based nanosensors have
attracted attention because: (1) they do not consume oxygen during
measurement [12], (2) the optical probes can be dispersed throughout
the system of interest with minimal perturbations [28] and are not
limited to point-to-point measurement, when compared to the Clark
electrode [21], (3) the optical oxygen sensors can be entrapped in a
nanoparticle matrix to shield them from measurement interferents,
such as emission hinderingmacromolecules[10], and (4) optical oxygen
sensing occurs via collisional quenching of the triplet excited state of
oxygen-sensitive phosphors, which takes place as a result of the unique
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electronic properties of oxygen, that limit the effects of cross sensitivity
with other analytes [27]. To obtain sensitivity at low oxygen concentra-
tions, phosphors with long lifetimes, such as transition metal com-
plexes, are required [5]. Examples of transition metals which have
been employed for their utility in oxygen sensing are the ruthenium
(II) (Ru) phenanthrolines and the platinum (II) (Pt) and palladium (II)
(Pd) metalloporphyrins [19].
This article describes the development of ratiometric oxygen-
sensitive nanosensors and quadruple labelled oxygen and pH-
sensitive nanosensors using water soluble metalloporphyrins. Cationic
and anionic metalloporphyrins were spectrophotometrically assessed
for their sensitivity to changes in dissolved oxygen concentrations as
free species in solution and in suspensions as nanoparticle conjugates.
The best performing metalloporphyrin was taken forward to fabricate
oxygen-sensitive nanosensors and quadruple ﬂuorophore labelled
dual oxygen and pH-sensitive ratiometric nanosensors. For ratiometric
oxygen-sensitive nanosensors a reference ﬂuorophore is assessed for
its sensitivity to changes in dissolved oxygen concentration and wheth-
er its excitation or emission elicits a phosphorescence response from the
metalloporphyrin via energy transfer. Similarly, for the quadruple la-
belled dual oxygen and pH-sensitive nanosensor both pH-sensitive
ﬂuorophores and oxygen-sensitive metalloporphyrin were assessed
for their cross sensitivity to oxygen and pH, respectively.
2. Results and discussion
2.1. Development of metalloporphyrins
Porphyrins, containing either a Pt (II) or Pd (II) metal centre, were
synthesised through fabrication of substituted porphyrins composed
of (1) three substituted charged functional groups and a (2) single
chemically ﬂexible carboxylate functional group, as described by
Giuntini et al. [7]. Introduction of charged moieties enhances the
water solubility of the porphyrins so that they are able to partition
into aqueous biological environments. Charged functional groups, in
particular cationic moieties, have also been reported to augment
delivery of large cargo across the cell membrane [22].
Carboxylate functional groups can be activated by N-
hydroxysuccinimide (NHS) for conjugation to primary amines.
Introduction of a single activated carboxylate metalloporphyrin, rather
than four activated carboxylates, limits the extent of porphyrin
crosslinking. This is advantageous, as crosslinking can aggregate
porphyrins, which can result in the formation of unwanted precipitates
[15] and phosphorescence quenching [2].
Scheme 1 highlights the porphyrin chemical backbone, with
substituted charged functional groups and carboxylate functional
group positioned at the methine hydrogens. Microwave irradiation
was used to add metal centres to the porphyrins. The platinum and
palladium metal ion co-ordination geometries are complemented by
the cyclic porphyrin structure such that they seldom change their
valency and co-ordination state to form stable metalloporphyrins [18].
2.2. Oxygen-sensitive phosphorescence response
The phosphorescence response of the oxygen-sensitive
metalloporphyrins was determined by bubbling either argon or oxygen
gas into a metalloporphyrin solutions, to decrease and increase the
dissolved oxygen concentration in the sample, respectively, Fig. 1. For
ease of interpretation dissolved oxygen concentrations in this article
have been described as percentages of dissolved oxygen concentrations
(c %). For biologically relevant measurements these values can be
readily converted to alternate measurement units e.g. partial pressures
(pO2) expressed as kPa, Torr, mm Hg or oxygen concentrations (cO2)
expressed as parts per million (ppm), mg/L or μmol/L, using the oxygen
concentration conversion equation and Table S1 (see supplementary
data).
In the absence of oxygen Pt metalloporphyrins (Fig. 1A & B) were
found to exhibit greater than 10× the phosphorescence response
when compared to the Pd metalloporphyrins (Fig. 1C & D).
Furthermore, the peak phosphorescence response of cationic
metalloporphyrins (Fig. 1A& C)with respect to their anionic derivatives
in the absence of oxygen is 5.5 ± 1.4% greater (Fig. 1B & D).
The metalloporphyrins have large Stokes shifts, approximately
280 nm [7]. This adds integrity to oxygen measurements made
with these porphyrins as the interference from excitation sources
can be eliminated through careful selection of the wavelengths of
collected emission. In addition, the large Stokes shift creates a
‘window of opportunity’ in the visible spectrum, between 450 and
600 nm, to incorporate additional ﬂuorophores in the measure-
ment system (see supplementary data Fig. S1 for absorption
measurements).
Normalisation of emission maxima to the peak phosphorescence
response in the absence of oxygen permits comparison of the oxygen
dependent phosphorescence response of the metalloporphyrins,
Fig. 2A. All four metalloporphyrins studied exhibit an exponential
decrease in phosphorescence intensity with increases in dissolved
oxygen concentration. These observations can be described by the
expressions below:
M þ hv1→M
 ð1: ExcitationÞ
M→
kr
M þ hv2 ð2: EmissionÞ
M þ Q →
kQ
M þ Q ð3: Dynamic collisional quenchingÞ
Q→
knr
Q þ Δ ð4: Non radiative decay of excited quencherÞ
where; (1) themetalloporphyrin (M) is excited (toM*) by photonswith
energy (hv1), (2) the metalloporphyrin relaxes from the excited stated
to emit a photon of lower energy (hv2) at a rate of kr, and/or (3) the
excited state metalloporphyrin transfers its energy to a quencher, such
as oxygen (Q, to form Q*) through dynamic collisional quenching,
Scheme 1. Chemical structure of substituted metalloporphyrin. Porphyrins can be synthesised with either a platinum (M = Pt) or palladium (M= Pd) centre and triple substituted
cationic or anionic water soluble functional groups. The carboxylate functional group positioned at R2 can be activated by N-hydroxysuccinimide to form a succinimidyl ester. The
succinimidyl ester provides an excellent leaving group for base catalysed conjugation to primary amines.
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such that (4) the excited quencher disperses the extra energy in a non-
radiative manner (Δ), e.g. through heat or molecular vibrations (at rate
knr) [6,18]. Emission (2) and quenching (3) are competing processes;
such that, at a constant metalloporphyrin concentration and excitation,
the emission intensity is inversely proportional to the dissolved oxygen
concentration, as described by the Stern–Volmer equation:
I0
I
¼
τ0
τ
¼ 1þ Ksv Q½  ¼ 1þ kq:τ0 Q½  ð5: Stern–Volmer equationÞ
Ksv ¼ kq:τ0 ð6: Quenching constantÞ
where I0 and I and τ0 and τ, are unquenched and quenched
phosphorescence intensities and phosphorescence lifetimes at oxygen
concentration [Q], respectively, and KSV is the Stern–Volmer quenching
constant, which describes the sensitivity of ﬂuorophore intensity to
quenching by oxygen [12]. The KSV can be determined graphically, by
calculating the gradient of a Stern–Volmer plot, or through determina-
tion of the product of the bimolecular quenching constant (kq) and the
lifetime of unquenched ﬂuorophore (τ0).
The Stern–Volmer transformation, Fig. 2B, shows that oxygen
effectively quenches the phosphorescence intensity of all four
oxygen-sensitive metalloporphyrins, such that the dynamic range
of oxygen measurement is extended to the extremes of measurement,
from 0 to 100% dissolved oxygen concentrations. In the context of the
usability, especially with regard to measurement in biological systems,
it is important to note that free metalloporphyrins demonstrate their
greatest sensitivity to changes in saturated dissolved oxygen concentra-
tion below atmospheric conditions, i.e. below 20.95% [11], Fig. 2A.
Further analysis of Fig. 2B shows that the Stern–Volmer plots appear
to be deviating from linearity at higher oxygen concentrations. This is
a common characteristic of Stern–Volmer transformations that are
susceptible to static quenching due to non-luminescent dark complex
formation between molecular oxygen and oxygen sensitive-phosphors
[13].
2.3. Metalloporphyrin-nanoparticle hybrids
Having demonstrated the oxygen-sensitive response of free
metalloporphyrins, metalloporphyrin-nanoparticle hybrids were syn-
thesised to evaluate differences in phosphorescence properties after
conjugation to a nanoparticle solid support.
2.3.1. Size and zeta potential characterisation of metalloporphyrin-nano-
particle hybrids
Nanoparticle size, as a function of dynamic light scattering intensity
distributions, ranged from 10 to 100 nm such that modal nanoparticle
size increases in the order Pt (−) b Pd (−) b Pd (+) b Pt (+) b Blank
(see supplementary data Fig. S2 and Table S3).
The zeta potentials for the Pt and Pdmetalloporphyrins, bearing cat-
ionic and anionic functional groups, and blank unfunctionalised nano-
particles are shown in Fig. 3. In general, the metalloporphyrin
functionalised nanoparticles demonstrate an increase in zeta potential
as the pHof the suspendingmedia is reduced frompH8.0 to 3.0.Where-
as, the zeta potential for blank unfunctionalised nanoparticles does not
changewith pH, but maintains a partial negative zeta potential over the
same pH range,−1.18 ± 0.33 mV. Primarily this observation indicates
that functionalisation of nanoparticle matrices with metalloporphyrins
has resulted in the nanoparticles acquiring a charge.
Secondly, by focussing on the zeta potentials at pH 7.5, which
corresponds to the physiological pH (~7.4), cationic platinum porphy-
rins possess a greater positive zeta potential than cationic palladium
porphyrins (Pt (+) mV N Pd (+) mV), whilst the anionic palladium
porphyrins possess a greater negative zeta potential when compared
to anionic platinum porphyrins (Pd (−) mV N Pt (−) mV). Therefore,
metalloporphyrins composed of a Pt centre demonstrate a more
Fig. 1. Emission curves for dissolved oxygen-sensitive (A and B) Pt and (C and D) Pdmetalloporphyrins (0.0125mg/mL) functionalizedwith (A and C) cationic (+) and (B and D) anionic
(−) functional groups in deionised water, when subjected to dissolved oxygen concentrations ranging between 0 and 100%.
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positive zeta potential than their corresponding cationic or anionic
palladium metalloporphyrins. This is important as nanoparticles that
possess a positive zeta potential, such as the cationic platinum
nanoparticles shown here, have been shown to augment intracellular
delivery [14].
2.3.2. Spectroscopic properties of oxygen-sensitive metalloporphyrin
nanoparticles
The oxygendependent phosphorescence response ofmetalloporphyrin
conjugated nanoparticles was investigated through suspension of the
nanoparticles in deionised water at identical concentrations
(0.5 mg/mL), Fig. 2C. The KSV for free metalloporphyrins compared to
nanoparticle conjugated metalloporphyrins is approximately 5 times
greater, Fig. 2B and D, respectively. These reduced quenching effects
have been attributed to the nanoparticle matrix, which shields the
metalloporphyrins from dynamic collisional quenching and static
quenching due to non-luminescent dark complex formation between
molecular oxygen and oxygen sensitive-phosphor [13]. This has led to
the metalloporphyrin nanoparticle hybrids reported here exhibiting
an emission response that produces a Stern–Volmer plotwith enhanced
linearity, Fig. 2D. As a result the emission response ofmetalloporphyrin-
nanoparticle hybrids, when compared to free phosphors, Fig. 2B,
permits effective quantiﬁcation of dissolved oxygen over the full
dynamic range.
The cationic platinum porphyrin was taken forward as the
metalloporphyrin of choice because (1) it demonstrates approximately
ten times greater phosphorescence intensity than the palladium porphy-
rins at identical concentrations, Fig. 1, (2) it possesses a positive zeta po-
tential, Fig. 3, which has been shown to augment intracellular delivery
[22] and (3) it exhibits a superior kq of, 6.39 × 10
8 M−1s−1 [7], when
compared to Pt (−), Pd (−) and Pd (+) metalloporphyrin conjugated
nanoparticles.
2.4. Ratiometric oxygen-sensitive nanoparticles
Ratiometric oxygen-sensitive nanoparticles were fabricated by
conjugating amino functionalised polyacrylamide nanoparticles to the
Fig. 2. (A) Normalised emission response and (B) Stern–Volmer transformations for free platinum (Pt) and palladium (Pd) porphyrins functionalizedwith positive (+) and negative (−)
function groups, when subjected to dissolved oxygen concentration ranging between 0% and 100%. (C) Normalised phosphorescence response and (D) Stern–Volmer transformations for
free and nanoparticle conjugated Pt and Pd metalloporphyrins, functionalized with cationic (+) and anionic (−) function groups, when subjected to dissolved oxygen concentrations
ranging between 0 to 100%.
Fig. 3. Zeta potentials for cationic (+) and anionic (−) Pt and Pd metalloporphyrin
functionalized nanoparticles and unfunctionalised blank nanoparticles suspended in
buffer solutions ranging from pH 8.0 to 3.0 (n = 3).
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cationic Pt metalloporphyrin succinimidyl ester (SE) and 5-(and-6)-
carboxytetramethylrhodamine (TAMRA) SE. The ﬂuorescence excitation
and emission of TAMRA lie within the “window of opportunity” of the
metalloporphyrins, at 540 nm and 577 nm, respectively, which does not
interfere/crossover with the metalloporphyrin's oxygen dependent ﬂuo-
rescence signal. In addition, the ﬂuorescence emission of TAMRA was
found to be insensitive to changes in dissolved oxygen concentrations
(see supplementary data Fig. S3A & B). Nanoparticles with diameters
ranging from 10 to 100 nmwere synthesisedwith amodal particle diam-
eter of 34 nm (PDI=0.16), measured using dynamic light scattering. The
nanoparticles also held a zeta potential of 2.05 ± 0.34 mV (pH 7.5).
When the ratiometric oxygen-sensitive nanosensors are excited at
400 nm, the nanosensors emit ﬂuorescence and phosphorescence
signals corresponding to oxygen-insensitive TAMRA (577 nm) and
oxygen-sensitive cationic platinum metalloporphyrin (670 nm),
respectively, Fig. 4A. By taking a ratio of the peak response of the
oxygen-sensitive metalloporphyrin to the oxygen-insensitive TAMRA
(λem 670 nm/λem 577 nm), a ratiometric calibration curve can be
generated, Fig. 4B left axis, which can then be transformed into a
ratiometric Stern–Volmer plot, Fig. 4B right axis. The Stern–Volmer
transformation demonstrates a linear phosphorescence response over
a dissolved oxygen concentration range of 0% to 100% saturation. The
KSV of 0.0047 mm Hg
−1 (0.0375%−1) is comparable to the KSV of the
non-ratiometric platinum metalloporphyrin conjugated nanoparticles,
of 0.0051 mm Hg−1 (0.0347%−1), Fig. 2D.
2.5. Quadruple labelled dual oxygen and pH-sensitive ratiometric
nanosensors
The ratiometric oxygen sensor described in the previous section
highlights how the large Stokes shifts of the metalloporphyrins allow
for the synthesis of a ratiometric nanoparticle though use of a TAMRA
oxygen-insensitive ﬂuorophore. This “window of opportunity” was
utilised to incorporate additional ﬂuorophores, such as the ﬂuoresceins
carboxyﬂuorescein (FAM) and Oregon Green® (OG), which excite and
emit between 400 nm and 540 nm, to synthesise a dual oxygen and
pH-sensitive ratiometric quadruple labelled nanosensor. We have
previously shown nanosensors incorporating FAM and OG in a 1:1
ratio in polyacrylamide nanoparticles, alongside TAMRA as a reference
ﬂuorophore, can be used to make pH measurements over the full
physiological pH range, from 3.5 to 7.5 [3]. Using an analogous
approach, dual oxygen and pH-sensitive ratiometric nanosensors were
prepared by conjugating Pt cationic porphyrin-SE, TAMRA-SE, FAM-SE
and OG-SE to amino functionalised nanoparticles. Covalent attachment
of all indicator and reference dyes directly to the nanoparticle architec-
ture eliminates measurement artefacts due to dye leaching [1,24].
Nanosensorswith diameters ranging between10 and 100nmwere syn-
thesised, with a modal nanoparticle diameter of 56 nm (PDI = 0.21),
and of zeta potential of 2.32 ± 0.13 mV (pH 7.5). To explore the
ability to simultaneously sense pH and oxygen (1) the pH response of
the dual sensors was investigated at high and low dissolved oxygen
concentrations, and (2) the oxygen response was investigated at
pH 8.0 and 3.0 using ﬂuorescence spectroscopy.
The pH response of the dual sensors, suspended in buffer solutions
ranging from pH 8.0 to 3.0, was investigated at low (0%) and high
(100%) dissolved oxygen concentrations, Fig. 5A & B. Examination of
the peak ﬂuorescence ratio of the ﬂuorescein derivatives and TAMRA
(λem 520 nm/λem 577 nm), show that there is no observable difference
in the ﬂuorescence response and calibration curves at high and low
dissolved oxygen concentrations, Fig. 5C. The effect of pH on the oxygen
response of dual sensorswas investigated by determining the change in
phosphorescence intensity of the metalloporphyrins at different
dissolved oxygen concentrations at pH 8.0 and pH 3.0, Fig. 5D & E.
Ratiometric analysis of the metalloporphyrin and TAMRA emission
maxima (λem 670 nm/λem 577 nm) and ratiometric Stern–Volmer
transformations highlights that the oxygen response of the
metalloporphyrins is not affected by the pH of the suspending media,
Fig. 5F. The cross-insensitivity of the pH and oxygen-sensitive indicators
to oxygen and pH, respectively, was also conﬁrmed using ﬂuorescence
microscopy (see supplementary data Fig. S4).
3. Conclusion
In summary, we have demonstrated the synthesis and character-
isation of ratiometric oxygen-sensitive nanosensors and quadruple
labelled dual oxygen and pH-sensitive ratiometric nanosensors.
The oxygen sensitive phosphor was selected by spectroscopically
surveying a library of Pt and Pd metalloporphyrins. A cationic Pt
metalloporphyrin was used to synthesise ratiometric oxygen-
sensitive nanosensors incorporating TAMRA as a reference
ﬂuorophore. Dual oxygen and pH-sensitive ratiometric nanosensors
were produced by combining the pH-sensitive ﬂuoresceins, FAM and
OG, the oxygen-sensitive Pt cationic metalloporphyrin and the
oxygen and pH-insensitive ﬂuorophore TAMRA. The ﬂuoresceins did
not exhibit a change in their ﬂuorescence response to changes in
dissolved oxygen concentration; furthermore the metalloporphyrin
upheld its response to changes in oxygen concentration at both high
and low pH.
The quadruple dye labelled dual oxygen and pH-sensitive
ratiometric nanosensors detailed in this article are capable ofmeasuring
dissolved oxygen concentrations, from0 to 100%, and the full physiolog-
ical pH ranges from pH 3.5 to 7.5.We envisage that dual oxygen and pH
Fig. 4. (A) Emission curves for ratiometric oxygen-sensitive nanosensors composed of
cationic Pt metalloporphyrin and oxygen-insensitive ﬂuorophore TAMRA, (λex 400 nm).
(B) Emission ratio (left axis) and ratiometric Stern–Volmer transformation (right axis)
for ratiometric oxygen-sensitive nanosensors, when subjected to dissolved oxygen
concentrations ranging from 0% to 100% (R2 = 0.99).
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nanosensor will ﬁnd potential utility in the characterisation of diverse
microenvironments, especially where there is interplay between pH
and dissolved oxygen concentrations, such as, developing embryos
and cancer tumours.
4. Experimental
Control and measurement of dissolved oxygen concentrations — dis-
solved oxygen concentrations were measured using an Ocean Optics
NeoFox (NFB0181) phosphorescence-based optical sensor probe. The
phosphorescence lifetime of the probe can be calibrated to 0% and
100% dissolved oxygen concentrations.
The calibrated probewas immersed in solutions ofmetalloporphyrins
(0.01 mg/mL, 10 mL) and suspensions of oxygen-sensitive nanoparticles
(0.50 mg/mL, 10 mL) in deionised water. The dissolved oxygen concen-
tration of these solutions/suspensions was varied by bubbling in argon
and oxygen gas, representing 0% and dissolved 100% oxygen concentra-
tion, respectively. Oxygen-dependent emission intensities of samples
(1 mL) were recorded using a Varian Cary Eclipse ﬂuorescence
spectrophotometer.
For dissolved oxygen concentrations below atmospheric oxygen
concentrations stirring samples were deoxygenated by bubbling in
argon gas. Once the samples were deoxygenated the argon source was
removed and the samples were allowed to equilibrate to atmospheric
oxygen concentrations. For dissolved oxygen concentrations above at-
mospheric oxygen concentrations stirring samples were oxygenated
by bubbling in oxygen gas. Once the samples were fully oxygenated
the oxygen source was removed and the samples were allowed to
equilibrate to atmospheric oxygen concentrations. Emission spectra of
equilibrating samples were taken at regular intervals, from which an
oxygen-dependent emission response was determined.
Ratiometric oxygen-sensitive nanosensors (0.5 mg/mL), composed of
cationic platinummetalloporphyrin and oxygen-insensitive ﬂuorophore
TAMRA were excited at a single wavelength (400 nm) and emission
was collected between 540 and 700 nm (slit size 10 nm). For dual oxygen
and pH-sensitive nanosensors each ﬂuorophore/phosphorwas excited at
their own excitation wavelengths and slit sizes, to determine their
luminescence properties; for example, the ﬂuorescein derivatives (FAM
and OG), TAMRA and the Pt metalloporphyrins were excited at 488 nm
(2.5 nm slit size), 540 nm (5.0 nm slit size) and 405 nm (10.0 nm slit
size), whereas their emission spectra were collected between 500–
540 nm (5.0 nm slit size), 550–620 nm (5.0 nm slit size), and 630–
750 nm (20.0 nm slit size), respectively.
Zeta potential — Pt and Pd oxygen-sensitive and blank
unfunctionalised nanoparticles were suspended (0.5mg/mL) in ﬁltered
pH buffer solutions (0.02 μm,Millipore). Buffer solutions were prepared
to cover the full physiological pH range, from3.0 to 8.0 usingmixtures of
sodium phosphate dibasic (0.2M) and citric acid monohydrate (0.1 M).
Nanoparticle suspensions were transferred to zetasizer cuvettes
(DTS1061, Malvern), ﬂushed with ﬁltered deionised water. Zeta
potential measurements were made in triplicate for each nanoparticle
suspension at each pH (constants used to make measurements for
polyacrylamide nanoparticles: refractive index: 1.452, parameters
used for dispersant deionised water dispersant; refractive index:
1.330, viscosity: 0.8872 cP, dielectric constant: 78.5 εr, Model
Smoluchowski F (Ka) 1.5). All samples were allowed to equilibrate to
25 °C for 120 s prior to measurement.
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Fig. 5. Emission curves comparing the pH ﬂuorescence intensity in the (A) absence and (B) presence of oxygen for dual oxygen, and pH-sensitive nanosensors. (C) pH calibration curve for
dual oxygen and pH-sensitive nanosensors in the absence and presence of oxygen (pKa's of pH 5.86 ± 0.02). Emission curves comparing the oxygen phosphorescence intensity at
(D) pH 8.0 and (E) pH 3.0, for dual oxygen and pH-sensitive nanosensors. (F) Emission ratio (left axis) and ratiometric Stern–Volmer transformation (right axis) calibration curves for
dual oxygen and pH-sensitive nanosensors at pH 8.0 and 3.0.
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Appendix A. Supplementary data
Adetailed list ofmaterials and experimentalmethods for (1) synthe-
sising oxygen-sensitive metalloporphyrins, (2) preparation of amino
functionalised nanoparticles (3) attachment of ﬂuorescent and
phosphorescent to amino functionalised nanoparticle matrices
(4) metalloporphyrin absorption measurements are detailed in the
supplementary data. In addition, results highlighting (1) porphyrin ab-
sorption measurements (2) modal size and for metalloporphyrins
(3) sensitivity of TAMRA and ﬂuoresceins (FAM and OG) to changes in
dissolved oxygen concentrations and (4) study of nanosensor response
using ﬂuorescence microscopy are also shown in the supplementary
data. Supplementary data associated with this article can be found in
the online version, at http://dx.doi.org/10.1016/j.sbsr.2016.03.007.
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